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Abstract. A fast response ozone analyzer based on the
ozone-nitric oxide chemiluminescence method was inte-
grated into the NOAA-ESRL ﬂux system to achieve the ﬁrst
ship-borne, direct ozone ﬂux measurements over the open
ocean. Air was collected from an inlet at 18m height over
the ocean surface mounted to the bow-jackstaff and via a
30m-long sampling line to the ozone instrument on the ship
deck. A “puff” system was used for accurate and regular
determination of the sample transport time (lag) between
the inlet and the chemical analyzer. A Naﬁon-membrane
dryer facilitated removal of fast water vapor ﬂuctuations,
which eliminated the need for quenching and density cor-
rection of the ozone signal. The sampling-analyzer system
was found to have a ∼0.25–0.40s response time at a sensi-
tivity of ∼2800countss−1 per ppbv of ozone. Quality con-
trol and data ﬁltering procedures for eliminating data that
did not meet measurement requirements were critically eval-
uated. The new ozone ﬂux system was deployed aboard
the NOAA Ship Ronald H. Brown, and evaluated using re-
sults obtained during several research cruises off the coasts
of the North and South America continents, yielding ozone
deposition velocities (mean±standard error) ranging from
0.009±0.001cms−1 to 0.24±0.020cms−1.
1 Introduction
A signiﬁcant term in the global tropospheric ozone budget
is the uptake by oceans, with an estimated 200–300Tgyr−1
of ozone being deposited to the ocean surface (Ganzeveld
et al., 2009). Despite this important ozone sink term, direct
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observations of open oceanic ozone ﬂux are scarce. Previous
datahavebeenobtainedfromlaboratoryexperiments, coastal
tower observations, or by airborne ﬂux measurements (see
summary in Ganzeveld et al., 2009). Uncertainties in the
ocean exchange rate can have signiﬁcant consequences for
global budgets; therefore open ocean observations with con-
current description of the ocean’s biological, chemical and
physical properties are important for better deﬁnition of the
dependencies of ozone ﬂuxes. In the literature, past exper-
iments show a wide range of ozone deposition rates, with
reported deposition velocities (vd) spanning from ∼0.01 to
0.15cms−1 for ocean water, and 0.01–0.10cms−1 for fresh
water (Ganzeveld et al., 2009). Current global climate mod-
els typically use a constant ozone deposition velocity value
for ocean surfaces on the order of ∼0.013 to 0.05cms−1
(Ganzeveld and Lelieveld, 1995; Shon et al., 2002).
Eddy-Covariance (EC) is the preferred technique for mea-
suring surface gas ﬂuxes since it allows measurements above
the surface at high temporal resolution without disturbing the
environment under consideration. In the atmospheric sur-
face layer EC requires measurements at a sufﬁciently fast
rate (<1s) to effectively capture the majority of turbulence
frequencies contributing to the ﬂux. Only a few ozone ocean
ﬂux studies have relied on the EC measurement approach,
and these were obtained from ﬁxed tower platforms (Gal-
lagher et al., 2001; Whitehead et al., 2009) or by aircraft
turbulent ﬂux measurements (Lenschow et al., 1981, 1982;
Kawa and Pearson, 1989). EC measurements from ships
have been accomplished for CO2 (McGillis et al., 2001,
2004) and DMS (Blomquist et al., 2006, 2010; Huebert et
al., 2004), but to the best of our knowledge, ship borne EC
ozone ﬂux measurements have not yet been reported.
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The construction of a highly sensitive, fast-response
chemiluminescence instrument has enabled us to realize such
measurementsaboardtheNationalOceanicandAtmospheric
Administration (NOAA) Research Vessel (R/V) Ronald H.
Brown. The newly developed sensor was integrated into
the Earth System Research Laboratory (ESRL, formerly the
Environmental Technology Laboratory, ETL) sea-going ﬂux
and meteorology measurement system, and it has been de-
ployed during several ocean research cruises. In this paper,
we use ﬁrst measurements obtained for both open-ocean and
coastal sites for an evaluation of this new ozone ﬂux system.
In Sect. 2, the ozone instrument used for the experiments is
fully described. Section 3 presents auxiliary information on
the deployment conditions. A discussion of data analysis is-
sues is then provided in Sect. 4, with the examination of the
results shown in Sect. 5. Finally, conclusions are given in
Sect. 6.
2 Ozone instrument
Ozone ﬂuxes over water are generally lower than over vege-
tated land surfaces, and measuring these low ﬂuxes requires
highly sensitive instrumentation. The precision of the gas
measurement needs to be sufﬁcient to resolve the relatively
small changes in atmospheric mixing ratio, and measure-
ments need to be conducted at high temporal resolution.
Typically, EC measurements are performed at frequencies
of ∼10Hz. However, depending on the surface roughness,
measurement height, and magnitude of the ﬂux to be mea-
sured, this requirement can be relaxed to somewhat lower
frequency. Micrometeorological approaches for estimating
the required instrument sensitivity for EC ﬂux measurements
have been presented in the literature (Lenschow and Kris-
tensen, 1985; Businger and Delany, 1990; Delany, 1993).
Lenschow and Kristensen (1985) showed that the minimum
count rate required to measure the ﬂux without a signiﬁcant
contribution of the counting noise to the ﬂux error can be
estimated from:
hXiξ ≥
0.06u2
∗/v2
d
0
, (1)
where hXi is the mean gas concentration (the brackets denote
the time average), ξ is the instrument sensitivity (counts per
unit time per unit concentration), 0 is the integral time scale
(s), u∗ is the friction velocity (ms−1), and vd is the scalar
surface deposition velocity (ms−1) deﬁned at the measure-
ment height z (m) above the surface (vd(z)=−Flux/X). The
integral time scale for vertical velocity ﬂuctuations, 0, can
be expressed by:
0 =az/U, (2)
where a is a constant that can vary from 0.3 for neutral con-
ditions (Lenschow and Kristensen, 1985) to 12 for convec-
tive conditions (Fairall et al., 2000), and U is the mean wind
velocity (ms−1). For an 18m measurement height and at
U=6ms−1, 0=0.9s for neutral conditions. Using this inte-
gral time scale value in Eq. 1 with a target deposition ve-
locity vd of 0.05cms−1 to be resolved, and with values of
20ppbv for the ambient ozone volume mixing ratio, and at
0.2ms−1 for u∗ (at U=6ms−1; McGillis et al., 2001), it fol-
lows that the total count rate required is greater than or equal
to ∼11000countss−1, which corresponds to a sensitivity of
∼600countss−1 ppbv−1 for this neutral stability example.
This estimate can be considered as rather conservative (worst
case scenario). In EC, one hour means are typically used to
average over the whole turbulence frequency distribution and
natural atmospheric variability. Longer averaging times and
compositing multiple one-hour averages will therefore fur-
ther reduce the uncertainty in this measurement.
Ozone detection based on the ozone+NO chemilumines-
cence reaction has been proven to be a highly sensitive
technique for EC ozone ﬂux measurements (Stedman et al.,
1972; Ridley and Grahek, 1990). The fast response ozone
chemiluminescence instrument (hereafter FRCI) operates on
the basis of reaction of O3 with NO forming excited NO∗
2,
with NO∗
2 returning to the ground state emitting a photon
at 600nm < λ <2800nm, with the emitted photons being
detected with a photomultiplier tube (PMT) detector. A
schematic of the instrument is presented on Fig. 1. Sam-
ple air was pulled through a 30m sampling line (Teﬂon-PFA,
perﬂuoroalkoxy copolymer) with inner and outer diameters
of 0.64 and 0.95cm, respectively. The sampling line inlet
consisted of a PFA in-line ﬁlter holder (Savillex Corp., Min-
netonka, MN) that was cut open on the inlet side. The inlet
ﬁlter holder accommodated a Teﬂon membrane ﬁlter (5µm,
Millipore, Billerica, MA, USA). Later (see more discussion
below), the ﬁlter was moved towards the end of the sam-
pling line for easier ﬁlter replacement. To avoid possible
sampling losses of ozone, all Teﬂon tubing and ﬁlters were
conditioned prior to ﬁeld use by purging with air containing
∼300ppbv of ozone for approximately 15h at a ﬂow rate
of 4lmin−1. A pressure sensor (Kavlico Corporation, Moor-
park, CA,USA)wasusedtomonitorthepressuredropwithin
the sampling line. From the sampling line, two 0.64cmo.d.
Teﬂon-PFA tubes extended to an UV-absorption O3 moni-
tor (Monitor Lab 8810, Measurement Controls Corporation,
Englewood, CO, USA) and to the FRCI, respectively. The
UV ozone monitor was calibrated against a TEI 49C ozone
analyzer (Thermo Scientiﬁc, Aurora, CO, USA), which was
referenced against an EPA standard. Stainless steel tubing
was used for the NO tubing, and black Teﬂon tubing was
used to connect the sampling line to the 44cm3-volume, con-
ical, gold-plated reaction chamber (RC) (Ridley et al., 1992).
Flow rates were controlled by mass ﬂow controllers (MFC,
Tylan-2900, Coastal, Plano, TX, USA), and the RC temper-
ature was maintained at 28 ◦C with a temperature controller
and heater. The RC pressure was monitored and controlled
at 18Torr by a pressure controller (UPC 1300, Coastal In-
strument Inc.). The emitted photons were detected by a PMT
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Fig. 1. Plumbing diagram of the ozone ﬂux instrument. Labels are as follows: A/D ampliﬁer/discriminator, DAQ data acquisition, HV
high voltage, MFC mass ﬂow controller, PC pressure controller, PMT photomultiplier tube, PS pressure sensor, RC reaction chamber, TC
thermocouple. The Naﬁon drying circuit, including the CaSO4 – ﬁlled drying cartridge, was added in 2007.
(Hamamatsu Photonics K. K., Shizuoka, Japan), with a cut-
off ﬁlter (RG-610, Newport Industrial Glass, Stanton, CA)
eliminating radiation with λ<600nm. Cooling of the PMT
was necessary to lower the dark current. The PMT was ini-
tially cooled with an immersion cooler to ∼ −20 ◦C. This
cooler was later replaced with an integrated PMT housing
Peltier cooler (Hamamatsu, Model C10372, Japan), which
lowered the PMT operational temperature to ∼−35 ◦C. Cal-
ibrations of the FRCI were carried out using ozone standards
generated from ambient air, passing through an ozonizer in
the Monitor Lab UV instrument, and were performed every
5 days on average. Calibrations were done by standard ad-
dition, directing ozone-enriched air to a tee ∼50cm down-
stream from the inlet through 0.32cmo.d. Teﬂon tubing.
All electrical devices were computer-controlled with a six-
teen channel data acquisition system (National Instrument,
Austin, TX, USA).
Tests to optimize the FRCI performance were ﬁrst carried
out in the laboratory, and then outside at the Table Moun-
tain research facility north of Boulder, CO. During these
tests the sensitivity of the ozone signal as a function of re-
action chamber temperature and pressure, the PMT temper-
ature, and the NO and sample ﬂow rates were investigated.
The goal was to optimize the instrument sensitivity (num-
ber of counts per second per ppbv and the signal-to-noise
ratio) and response time, in consideration of the require-
ments for the measurements on the ship. Parameters that
were found to yield best results and which were subsequently
used during the cruise deployments were: reaction cham-
ber temperature of 28–29 ◦C, total sampling line purge ﬂow
rate of 11–17lmin−1 (dependant on sampling line length
and pump used in each particular experiment), sample ﬂow
of 1.25–1.50lmin−1, PMT temperature of −20 ◦C (later
lowered to −35 ◦C), reaction chamber pressure of 18Torr,
PMT high voltage of 1500V, and NO ﬂow of 3mlmin−1.
With the sampling line purge ﬂow rate of 11–17lmin−1
(resulting Reynolds Number of 2460–3800), the air ﬂow
is maintained outside of the laminar regime, which is im-
portant for obtaining a more uniform velocity proﬁle in-
side the tubing and for reducing the loss of fast turbulence
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signal. At the 3mlmin−1 NO ﬂow ∼80% of maximum sen-
sitivity was achieved; this setting was chosen as a compro-
mise between achieving high sensitivity while minimizing
the necessary NO usage. Graphical results from these ex-
periments, illustrating the instrument response as a function
of the sample ﬂow rate, NO ﬂow rate, the RC pressure, and
the RC temperature are shown in the Supplemental Mate-
rials Section Figs. S1–S3 (http://www.atmos-meas-tech.net/
3/441/2010/amt-3-441-2010-supplement.pdf). Under these
ﬂow and pressure conditions the theoretical sample residence
time in the reaction chamber is ∼0.04s (25Hz), which is suf-
ﬁcient for achieving the 10Hz target measurement frequency
for EC. With this conﬁguration the instrument had a dark
current (at zero ozone) of 3000–4000countss−1. The instru-
ment sensitivity was 2800countss−1 ppbv−1, resulting in a
10Hz signal/noise ratio of ∼73 at 20ppbv of ozone.
Replacement of the immersion cooler in 2008 with the
Peltier PMT housing cooler further reduced the PMT tem-
perature to ∼ −35 ◦C, which resulted in a reduction of the
dark count to ∼400countss−1, and an improvement of the
10Hz S/N ratio to ∼75 at 20ppbv of ozone. Please note
that another factor inﬂuencing the noise is counting statistics,
with the counting noise (N) contribution being N =
√
Nt,
where Nt is the total number of counts in the time interval
1t. Consequently, at lower ozone levels the dark current
will have a determining inﬂuence in the S/N ratio, whereas
at higher ozone concentration, as the total number of counts
increase, counting statistics will have the higher inﬂuence on
the noise. Consequently, the S/N ratio will increase with in-
creasing ozone mixing ratio, which will result in more fa-
vorable measurement conditions at higher ozone concentra-
tions. A more detailed discussion of the S/N ratio calcu-
lation and comparison between theoretical and experimen-
tally determined S/N results are provided in the Supplement
Materials Section. We have also operated this instrument
with a 2% NO mixture (in N2) at a reactant gas ﬂow rate
of ∼150mlmin−1, and a reduced sample air introduction
rate of ∼1.35lmin−1. The sensitivity achieved in this con-
ﬁguration was ∼2200countss−1 ppbv−1. At constant op-
erational conditions the FRCI has been found to exhibit a
stable sensitivity over weeks of operation in the ﬁeld. Re-
sults from regular calibrations over the 25 days of operation
during the GOMECC-2007 cruise showed less than a 4%
drift (Fig. S4, http://www.atmos-meas-tech.net/3/441/2010/
amt-3-441-2010-supplement.pdf).
The ozone instrument was integrated into the NOAA-
ESRL ship-based turbulent ﬂux measurement system de-
tailed in Fairall et al. (1997, 2003). The following out-
lines speciﬁc aspects of this measurement system that are
relevant to computing ozone ﬂuxes. The centerpiece of the
ﬂux system is a Gill RS-3A sonic anemometer, which mea-
sures the ﬁne-scale three components of the wind vector and
the sonic temperature. A Systron-Donner Motionpak forms
the mounting base of the sonic anemometer and provides
the high-frequency platform motions by measuring the three
orthogonal angular rates and accelerations. Lower-frequency
ship motions are obtained from a Global Positioning Sys-
tem (GPS), a gyrocompass, and the ship’s Doppler speed log.
The corrected wind velocity components are obtained by ap-
plying rotations to account for pitch, roll, and yaw, along
with corrections for the ship’s velocity vector. More de-
tailed description on correcting the measured velocity com-
ponents into ﬁxed-earth coordinates is given by Edson et
al. (1998). The FRCI does not appear to respond to the ship’s
motion as there is no detectable spike at the frequency of the
ship’s rolling frequency (∼0.25Hz) in the raw ozone spec-
trum or ﬂux cospectrum. A high-speed open path infrared
hygrometer (LI-COR-7500, LI-COR Inc., Lincoln, NE) was
mounted ∼1m to the side to the ozone inlet for fast-response
measurements of water vapor and carbon dioxide concen-
trations. The sonic temperature was corrected for veloc-
ity crosstalk and the humidity contribution, as discussed in
Fairall et al. (1997). Water vapor corrections were applied to
the ozone concentrations and will be discussed further down
in the paper.
The ﬂux system was deployed on a jackstaff located di-
rectly above the bow of the ship at 18m above the sea sur-
face. As seen in Fig. 2, the sampling line ran from the mast
to the instrument box on the third deck of the ship.
3 Cruise description
The instrument has been deployed on board the NOAA
ship Ronald H. Brown during several cruises. Results re-
ported here are from the Texas Air Quality Study (TexAQS)
and Gulf of Mexico Atmospheric Composition and Climate
Study (GoMACCS) 2006 research cruise (July to September
of 2006), which took place in the northwestern Gulf of Mex-
ico and focused on coastal atmospheric dynamic and chemi-
cal processes that affect air quality. In October–November of
2006, a climate processes study was performed on the same
ship in the marine stratocumulus region off Northern Chile
(STRATUS-2006). Included on this cruise were systems
measuring cloud microphysics and near-surface aerosols to
study effects on the reﬂectivity and precipitation of marine
stratus clouds. In July–August 2007, the Gulf of Mexico
and East Coast Carbon (GOMECC) cruise was conducted
along the coasts of the Gulf of Mexico and the Atlantic to
study carbon cycle processes in the transition from the open
ocean to the coastal zone. From February to April 2008, the
Southern Ocean Gas Exchange experiment (SO-GasEx) took
place in the Atlantic region of the Southern Ocean. The main
purpose of this campaign was to investigate the various pro-
cesses controlling air-sea gas exchange under high wind con-
ditions. The tracks of all four cruises are shown in Fig. 3.
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FRCI Inlet with Filter
Sampling Line
FRCI Pumps
Fig. 2. Placement of the ozone measurement system during Tex-
AQS and STRATUS. Upper picture: The inlet with a particle ﬁlter
was located on the jackstaff near the sonic anemometer, with the
sampling line running from the foremast to the ozone instrument
on the deck. Bottom: The fast ozone instrument was deployed on
the third deck. The large box on the pallet contained the fast re-
sponse ozone chemiluminescence instrument, and the small box on
the pallet to the right contained the pump system.
4 Data processing and quality control
Ozone concentrations were calculated by interpolation be-
tween bracketing calibration runs for most of the cruises,
or by using the mean response factor obtained during the
cruise (such as for GOMECC-2007). Continuous 10 Hz-
ozone mixing ratio, wind, and motion data were processed
in ten-minute blocks. Ozone ﬂuxes were obtained by cor-
relating the motion-corrected vertical velocity with the fast
ozone ﬂuctuations. A ﬂowchart of the data processing pro-
cedure is given in Fig. 4; details pertaining to steps involved
in this procedure are given in the following sections.
4.1 Lag time
The ozone signal is delayed in relation to the instantaneous
sonic anemometer turbulence measurement due to the sam-
ple transport through the 30-m sampling line, and this lag
time needs to be determined to correctly synchronize the
ozone data to the turbulence data in the EC calculation. Ini-
tially, a cross-correlation analysis was used to compute the
time lag between the two signals (Von Storch and Zwiers,
1999). Results from this determination are shown in Fig. 5.
The crosses represent the calculated time lag between the
ozone and vertical velocity time series for each ten-minute
block between day of year (DOY) 209 and 214, and the dots
are the hourly averages of these values. While these 10-min
data show a relatively large scatter in the lag time results
(due to poor cross-correlation results when small correlation
exists between the ozone mixing ratio and the vertical wind
component), the 1-hour averages and high number of data al-
low discerning a typical lag time of ∼4–6s from these data.
The data in Fig. 5 show a notable change in the lag time
results over time. During DOY 209, the experimentally de-
termined lag time was ∼6s. The lag time then gradually de-
creased over the next four days, eventually dropping to ∼4s
until the sampling line inlet ﬁlter was replaced at the begin-
ningofDOY212. Aftertheﬁlterchangethelagtimereverted
back to its original value (6–7s for this conﬁguration). Dur-
ing TexAQS-2006, the sampling line inlet ﬁlter was located
on the jackstaff to protect the full length of the sampling
line from becoming contaminated, in particular from seasalt
aerosol being drawn into the line and accumulating on the
tubing walls. This ﬁlter was changed on a regular basis (af-
ter several days) during the cruise as the readings from the
sampling line pressure sensor indicated its increasing ﬂow
resistance after a few days of use. The obvious explanation
of the lag time drift and pressure observations is that the ﬂow
resistance through the ﬁlter gradually increased as particu-
late matter accumulated on the ﬁlter. This caused the line
pressure to decrease as the MFC controlled the mass ﬂow to
remain constant. The decreasing pressure (at constant mass
ﬂow) caused a faster linear velocity and a gradual decrease
of the lag time towards lower (faster) values.
Accurate shifting of the ozone data to match the turbu-
lence data record is an important requirement for successful
ozone ﬂux determination. The drift in the lag time raised the
question if and how much the ozone ﬂux result is affected
by the lag time drift and uncertainties in this behavior. This
sensitivity was tested by artiﬁcially shifting the experimen-
tally determined lag time by 0.5s forward and backward.
This analysis resulted in ozone ﬂux values that differed to
up to ±6% of the original value. From this experiment, it
became evident that either regular, good quality lag time de-
terminations were required, or alternatively, more frequent
ﬁlter changes, in order to prevent these drifts and associated
errors in the ozone ﬂux calculation. Inlet ﬁlter changes re-
quired climbing of the jackstaff, which frequently could not
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TexAQS 2006 and GOMECC 2007 cruise tracks
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Fig. 3. Cruise tracks of the NOAA ship Ronald H. Brown during TexAQS-2006, STRATUS-2006, GOMECC-2007, and GasEx-2008. The
TexAQS cruise (green) took place mainly off the coast of Texas and along the Houston and Galveston Ship channels between 27 July and
12 September 2006. The GOMECC cruise (blue) occurred between 10 July and 4 August 2007 along the US coast of the Gulf of Mexico
and the US Atlantic coast. The STRATUS cruise (red) started in Panama on 9 October and ended in Chile on 27 October 2006. The GasEx
cruise started in Punta Arenas, Chile, on 29 February and ended in Montevideo, Uruguay, on 11 April 2008 (magenta).
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Fig. 5. Lag time results from the cross-correlation calculation for
DOY 209–214 during TexAQS-2006. The crosses represent results
for 10-min data analyses, and the dots show the hourly mean data
of 10-min results that fell between 4 and 10s.
be done under rough sea, open ocean conditions (i.e. at high
winds). Therefore, the ﬁlter was removed from the inlet on
the jackstaff and instead an in-line ﬁlter holder was inserted
into the sampling line nearer to the instrument box, where
it could be easily accessed during all times while the ship
was at sea, and thereafter the ﬁlter was changed daily during
STRATUS-2006 and other subsequent cruises. During cali-
bration runs on a later cruise we noticed a decrease in instru-
ment sensitivity at lower sampling line purge rates. Closer
investigation of this effect showed that the ozone transmis-
sion dropped signiﬁcantly when sampling line purge rates
were below ∼8lmin−1. These losses were no longer ob-
served after the line was replaced with a spare clean sam-
pling tube. This ozone loss was also no longer observed after
the ﬁrst line had been cleaned again by purging with 1. di-
lute hydrochloric acid, 2. hot tap water, 3. de-ionized water,
and then re-conditioned with ozone-enriched air. Obviously,
the line had become contaminated while it was used without
the inlet ﬁlter on the mast, and this contamination resulted in
ozonelossesinthelineatlowerpurgeﬂowrates. Theconclu-
sion from these experiments is that an inlet ﬁlter is needed to
protect the sampling line from accumulating contaminants,
or regular recovery experiments or line cleanings need to be
undertaken when no sampling line inlet ﬁlter is deployed.
The scatter in the lag time results (Fig. 5) from the cross-
correlation method and the difﬁculty in achieving results
with this method during low ozone ﬂux conditions made it
desirable to ﬁnd a more robust method for measuring and
monitoring the time lag. This objective was accomplished
by a “puff-system”. This system facilitated daily injection of
a small quantity of a reactant gas into the sample line, caus-
ing reaction (removal) of ozone during its transport to the
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Fig. 6. Normalized step-response function obtained from a puff
experiment. The dots represent the measured values, and the dashed
curve is the result from a ﬁrst-order low-pass response function.
FRCI, which was then detectable as a negative signal with
the ozone sensor. For that purpose, a small pressurized gas
cylinder containing 0.1% of nitric oxide in air was placed at
the base of the jackstaff, and gas from the cylinder was deliv-
ered through a section of 0.32cmo.d. stainless steel tubing
to a small gas container (∼0.5l volume) near the sampling
inlet. A small volume of this gas mixture was injected into
the main line by rapidly and brieﬂy (∼0.2s) opening an elec-
trically actuated solenoid valve. The electrical pulse to the
valve was also sent to the data system for recording the tim-
ing of the puff on the data acquisition system. Recorded data
from one of these experiments are shown in Fig. 6. A few
seconds after the puff, the FRCI ozone signal counts rapidly
drop to near-zero. Then the signal recovers, but it takes a
longer time to return to the starting value, which indicates
that there is some residual nitric oxide retained in the sam-
pling line manifold that takes a longer time to ﬂush out of the
system. Also added to this ﬁgure is the best ﬁt of a ﬁrst order
low-pass step response curve function (Peters et al., 2001);
thegoodagreementbetweenthedataandthecomputedcurve
shows that the measurements can be well approximated by
this algorithm. Two important parameters can be retrieved
from the negative step function in the signal response: 1. the
lag time and 2. the response time of the instrument (see more
discussion below).
Results of regularly performed puff tests obtained during
the GOMECC-2007 cruise are shown on Fig. 7. The up-
per panel of the ﬁgure displays the lag time measured daily
during the cruise. The “puff tests” were performed within
the ﬁrst 10-min bin of the hour and were compared with the
10-min cross-correlation lag time results during that same
hour. The dots are the puff test lag time results before the
daily ﬁlter replacement, whereas the crosses are the values
obtained after the ﬁlter change. Also plotted on this graph
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Fig. 7. Puff test results obtained during GOMECC-2007. The top
panel shows the determined lag times from daily puff tests before
and after ﬁlter changes, lag time results from the cross correlation
method, and the theoretical lag time from consideration of the man-
ifold volume and purge rate. The lower panel shows the response
time of the instrument and cutoff frequency as a function of the total
(line purge, reaction chamber, plus UV monitor) sampling line ﬂow
rate.
is the theoretical lag time estimate calculated at 4.6s from
the sampling line air ﬂow rate, the tubing dimensions, and
the pressure (estimated as the mean of ambient pressure and
the recorded line pressure at the instrument). The puff data
show that the lag time determined before, at 4.76±0.12s,
and after the ﬁlter changes, at 4.77±0.12s, do not show any
systematic difference, indicating that at these ﬁlter change
intervals there was not enough time for particulate matter to
accumulate on the ﬁlter to cause changes in the sample line
purge time. Furthermore, there is no obvious trend in these
data over the course of this cruise. The lag time results from
the puff tests are more consistent, i.e. less variable, than re-
sults from the cross correlation determination (hourly mean
values shown in Fig. 7). Nonetheless, despite the larger vari-
ability in the latter data, there is good agreement between the
meanvaluesfromthesedifferentexperiments, aswellaswith
the theoretical value. The puff experiment has since been
performed routinely on several other cruises, with results
similar to those shown in this ﬁgure, i.e. standard deviations
of ∼0.1s for repeated determinations, and less than ∼0.2s
drift in the lag time results during 2–4 week-long cruises.
The time required for the signal to fall to 1/e of its ini-
tial value is deﬁned as the response time of the measurement
system. This time was determined from the 10Hz data for
puff experiments performed at varying total line purge rate.
The lower panel of Fig. 7 presents results of this determina-
tion, as well as results for the cutoff frequency. The cutoff
frequency is deﬁned as the frequency where the ﬂuctuations
are attenuated by a factor of 1/
√
2 of the original value; the
cutoff frequency can also be calculated as the inverse of the
response time divided by 2π (see Sect. 4.2). The residence
time in the sampling line decreases with increasing ﬂow rate,
which also reduces mixing and other line effects that cause
a “smearing” of the sample in the manifold. The response
time approached ∼0.25s at the highest ﬂow rates that were
achievable with our pump/mass ﬂow controller/tubing con-
ﬁguration. With decreasing sample residence time in the
manifold, the cutoff frequency increases accordingly, result-
ing in reduced loss of the measureable ﬂux from high fre-
quency attenuation. As the theoretical residence time in the
reaction chamber was estimated at 0.04s (see above), these
results show that the response time is primarily determined
by the sampling manifold and not by replacing the sample
volume inside the reaction chamber. For the different system
conﬁgurations used thus far, response times on the order of
∼0.25–0.40s have been achieved (cutoff frequencies of 0.4
to 0.6Hz). As shown below, this resolution allowed us to
capture most (>90%) of the ozone ﬂux from the 18m-high
inlet under typical ocean conditions.
4.2 Signal attenuation effect
Consider a pair of time series x(t) and w(t), where in our
example x represents the ozone concentration or the sonic
temperature, and w represents the vertical velocity. The vari-
ance spectral densities can be computed from, Sxx(f) and
Sww(f), and the cospectrum Cwx(f), where f is the fre-
quency. The spectra are related to the variances σ2
x or σ2
w and
the cospectrum to the covariance w0x0.
σ2
x =
fn Z
0
Sxx(f)df (3a)
Fx =w0x0 =
fn Z
0
Cwx(f)df (3b)
Here the primes denote ﬂuctuations about the mean, and fn
is the Nyquist frequency for a digital time series. In EC,
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we are interested in the covariance of vertical velocity, w,
with atmospheric constituents (x=temperature or ozone con-
centration). The ozone sensor produces a time series that is
subject to a time delay and lowpass ﬁltering caused by trans-
mission of the air sample through the 30-m sampling line to
the reaction chamber. In this section, we discuss the reduc-
tion in covariance caused by ﬁltering (smoothing) effects of
the sampling manifold and the instrument reaction chamber.
This is a fairly standard problem in micrometeorology, and
several approaches are available to address it (see Massman
and Clement, 2004, for a review).
Assuming that the combined sample tube and measure-
mentchamberﬁltereffectisreasonablyrepresentedbyasim-
pleﬁrst-orderﬁlterprocess, measuredquantitiesareexpected
to be different from the intrinsic quantities associated with
atmospheric variability:
σ2
xm =
fn Z
0
Sxxm(f)df =
fn Z
0
Sxx(f)H(f)df (4a)
Fxm=w0x0m=
fn Z
0
Cwx(f)[H(f)]1/2df=
fn Z
0
Cwxm(f)df, (4b)
where subscript m denotes the measured signal, and H(f)
is the low-pass ﬁlter function characterized by the response
time, τc,
H(f)=[1+(2πfτc)2]−1 (5)
Note that the square root of the ﬁlter function occurs in the
ﬂux expression because only the x (ozone) signal is atten-
uated. H(f) will have a value of 0.5 at f = fc (cutoff fre-
quency). If the ﬁlter function chosen is a reasonable repre-
sentation of the actual smoothing, then the true cospectrum
can be estimated according to
Cwx(f)=Cwxm(f)/[H(f)]1/2 (6)
Knowing the response time we can recover the true covari-
ance from the measured cospectrum via
Fx =
fn Z
0
Cwxm(f)/[H(f)]1/2df (7)
Flux data from the Table Mountain observations were used to
estimate τc by comparing the w-ozone covariance, CwO3(f),
with the covariance of vertical velocity and sonic temper-
ature, CwT(f), under the assumption that the spectra and
cospectra of scalars should be similar in the surface layer.
This approach could not be used effectively with data from
over the ocean because of the weak w-ozone covariance and
noisy covariance spectrum. Ozone deposition over land is
substantially larger than over the ocean, and the Table Moun-
tain observations yielded sufﬁcient ozone and temperature
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Fig. 8. Four-hour average cospectra from ozone ﬂux measurements
over land at the Table Mountain, CO, test site (DOY 152, 2006).
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perature in Kms−1. The solid lines are the Kaimal et al. (1972)
cospectral model ﬁts; the dashed line shows the result of the ﬁl-
tered/modeled result for ozone.
w-cospectra for this determination. We examined two four-
hour periods during the afternoon of DOY 152 when ade-
quate conditions for this analysis were observed. Winds were
steady at 2–3ms−1, the surface layer was convectively un-
stable, and reasonable velocity cospectra were measured for
ozone and temperature.
The averaged cospectra shown in Fig. 8 were from the 4-h
period beginning at 20:00 GMT and ending at 23:59 GMT.
Also shown in this ﬁgure is a parameterization of cospectral
shape from Kaimal et al. (1972):
fCwx K(f)
Fx
=
11n
(1+13.3n)7/4 (8)
where n=fz/U is the surface-layer normalized frequency,
z is the inlet height above the surface, and U is the mean
wind speed. The model is clearly a reasonable ﬁt to the
w−T cospectrum. The high-frequency smoothing effect of
the sampling manifold and reaction chamber is apparent in
the w−O3 cospectrum, as the relative loss of signal above
∼0.1Hz. The effect on the ﬂux can be computed by apply-
ing the ﬁlter function to the Kaimal spectrum
Fxm K =
fn Z
0
Cwx K(f)[H(f)]1/2df (9)
To determine the ﬁlter response time of the sample system,
we take the ratio of the normalized ozone cospectrum to the
normalized temperature cospectrum
Ratio=
CwO3m(f)/FO3
CwT(f)/FT
, (10)
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where subscript O3 denotes the ozone, and T the temper-
ature. Here, we assume that the temperature and velocity
signals are not lowpass ﬁltered, and FO3 is computed from
the measured cospectrum from Eq. 7. This ratio is shown
in Fig. 9 and indicates τ−1
c =2πfc ≈2π ·0.4, or τc ≈0.4s.
This value, obtained via a ﬁt function, is in good agreement
with the ∼0.3s time that was obtained from the puff exper-
iment at the ﬂow rates (>10lmin−1) typically used in these
measurements (Fig. 7).
The Kaimal model can be used to estimate the reduction in
covariance, Fxm K/Fx K , associated with the sample mani-
fold constant for the ﬁeld observations from the Ron Brown.
Here, height was set to z=18m to correspond to the inlet
height on the ship, and Eq. 9 was used for selected values of
relative wind speed. The results are shown in Fig. 10. Also
included are calculations using the model from Horst (1997)
Fxm
Fx
=[1+(2πnmτcU/z)α]−1, (11)
which gives the normalized cospectral peak as nm=0.085 and
α=7/8 for unstable conditions. For a 4ms−1 wind speed, the
reduction in covariance caused by the sampling manifold is
about 5–6%.
4.3 Water vapor effects
The chemiluminescence signal has been shown to be sensi-
tive to quenching by other molecules such as N2, CO, CO2,
and especially water vapor (Matthews et al., 1977). The rel-
ative loss of signal from the quenching by water vapor in the
sampleairanditseffectontheapparentmixingratioofozone
was studied in detail by Lenschow et al. (1981) and Ridley
et al. (1992). Lenschow et al. (1981) expressed the corrected
ozone mixing ratio SO3 by
SO3 =(1+αr)SO3m, (12)
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up on the NOAA Ship Ronald H. Brown (z=18m). The solid line
represents the Kaimal model and the dashed line is the expression
from Horst (1997).
where SO3m is the measured ozone volume mixing ratio in
ppbv, α is a proportionality constant, and r is the water va-
por mass mixing ratio (dimensionless). As the α coefﬁcient
has not been determined for our instrument we selected the
same value as Lenschow et al. (1981), i.e. 5±1, to develop an
estimate of this effect on the ozone ﬂux measurement. Fur-
ther future tests on our instrument are planned to extract α
from the ratio of the “wet-air” sensitivity to the “dry-air”
sensitivity versus the volume mixing ratio of water in am-
bient air. For TexAQS-2006, the mean mixing ratio of water
vapor was 0.016, which, after applying the correction from
Eq. 12, leads to an increase of the ozone ﬂux of ∼25% (or
a decrease in the calculated deposition velocity). Obviously,
this correction in the ozone ﬂux is non-negligible in the ma-
rine environment where the water vapor content is high and
can have large variations.
As the FRCI measures the apparent mixing ratio of ozone
relative to moist air, density corrections on the ﬂux must also
be applied (Webb et al., 1980). For our system conﬁguration
it is reasonable to assume that the temperature ﬂuctuations of
the sample air are attenuated through thermal exchange with
the sampling line, thus no correction for heat ﬂux is neces-
sary. However, the water vapor ﬂuctuations in the tube are
maintained and a dilution correction must be applied to ac-
count for the variations of the ozone density caused by water
vapor ﬂuxes. To apply this correction, we used the instan-
taneous water vapor measurement from the open path hy-
grometer, and then used an equation similar to Eq. 12 with a
α-value of 1.61, which in this case corresponds to the ratio
of the molecular weight of dry air to the molecular weight
of water vapour, and applied this to the lag time-corrected
ozone time series data. The values of r used in the quenching
and dilution corrections were low-pass ﬁltered to mimic the
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Fig. 11. Molar water vapor in ambient air during testing of the
Naﬁon Dryer in Boulder. The noisier, upper time series data are
from the LI-COR-7500 placed upstream of the Naﬁon system, and
the lower signal is from the second, same type instrument down-
stream of the Naﬁon dryer.
effect of attenuation of the water vapor measurement at the
end of the sampling line. For that purpose, a simple ﬁrst-
order ﬁlter was used with a cutoff frequency of 0.4Hz. A
potential lag time difference between water vapor and ozone
(Ibrom et al., 2007) has not been evaluated explicitly in our
system, as we did not have the ability to measure water va-
porﬂuctuationsinthesamplecell. Forcomparison, theWebb
correction was also applied using the EC method open path
determined water vapor ﬂux. This approach yielded prac-
tically the same result as point-to-point density corrections,
providing conﬁdence in the validity of our lag time correc-
tion. For TexAQS-2006, applying this correction led to an
increase of the mean ozone ﬂux by 8% (i.e. decrease in the
ozone deposition velocity).
4.4 Naﬁon membrane dryer
In order to reduce the associated uncertainty in the water va-
por effects and the applied corrections, a sample drying sys-
tem was developed to reduce absolute levels and water vapor
ﬂuctuations and their inﬂuence on the ozone ﬂux signal to
levels that did not require applying corrections to the ozone
signal. The Naﬁon drier (MD-110-48F, Perma Pure LLC,
Toms River, NJ, USA) conﬁguration, added to the system af-
ter the TexAQS and STRATUS experiments, is included in
Fig. 1. This dryer was ﬁrst tested in Boulder during ambient
air sampling using two open path LI-COR-7500 sensors in a
closed path conﬁguration (by inserting a calibration tube into
the measurement path). The two sensors were ﬁrst intercom-
pared without the dryer to determine the measurement offset
of the two sensors, and all subsequent data were corrected
for the determined instrument bias. Then, one instrument
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LI-COR before the Naﬁon (Sx). The dash line is a ﬁrst-order low-
pass function ﬁt (with a time constant of 300s).
was placed upstream of the Naﬁon membrane, the other was
placed downstream of it.
The results of these tests can be seen in Fig. 11.
These time series data show that in this conﬁguration the
dryer removed ∼20–30% of the water vapor in the sam-
ple air, and that fast ﬂuctuations of the water vapor sig-
nal were highly attenuated. The spectral distributions
of the water vapor signal before and after the drier are
shown in Fig. S5 (http://www.atmos-meas-tech.net/3/441/
2010/amt-3-441-2010-supplement.pdf). The frequency re-
sponse spectrum in Fig. 12 shows the correlation ratio
(Cxy/Sx), where Cxy is the cospectrum between the two LI-
CORs, and Sx is the variance spectrum of the LI-COR be-
fore the dryer, which here is used to describe the response
and performance of the Naﬁon system. The ﬁlter is reﬂected
by the relative reduction in the signal as the frequency in-
creases. By using the integral of the cospectrum in Eq. 11,
we found that water vapor ﬂux was reduced by about 98%,
which implies that the quenching effect on the ozone signal
is ﬁfty times smaller after the Naﬁon membrane. From these
results, it appears that this dryer system is a good solution
to eliminate fast water vapor ﬂuctuations and required cor-
rections that stem from the water vapor interferences on the
ozone signal. There are no apparent reductions in the ozone
ﬂuctuations caused by the dryer (please note that we have
not yet done systematic experiments to closer investigate the
effect of the dryer on the fast ozone signal).
4.5 Quality control and data ﬁltering
After applying all necessary corrections to the raw ﬂux data,
various additional criteria were considered to quality con-
trol the ozone ﬂux data set. The usual criteria applied for
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ﬁltering ship-based eddy covariance ﬂuxes include relative
wind direction (to eliminate unsuitable wind sectors), ship
maneuvers (standard deviation of heading and ship’s speed),
and reasonable limits on certain other variables, such as ship
motion correction. For computing the ozone ﬂuxes, addi-
tional ﬁlters were required. The EC method relies on near-
stationarity of w0 and x0; therefore data had to be exam-
ined for stationarity in ozone conditions, and periods with
rapid changes in ambient ozone concentration were elimi-
nated. Two criteria were used to determine and reject unsta-
tionary ozone conditions. First, the standard deviation of the
10Hz data within the ten minute averaging period was used
to determine the degree of ﬂuctuation in ozone concentration
over each 10-min measurement period. Secondly, a linear re-
gression was applied to the 10-min data, and the slope of the
regression line was used as an indicator for ozone concentra-
tion changes/trends over that period. The cut-off values for
the various ﬁlters were adjusted between cruise conditions,
and were in the range of 2–3ppbv for the standard deviation,
and 3–6ppbv for the ozone mixing ratio change over time
(10min). All data that did not pass these quality indicators
were rejected. Because these two methods efﬁciently elim-
inated low frequency artifacts in the time series, we did not
apply the Ogive approach (Oncley et al., 1990) for further
correction of stationary conditions
5 Ozone deposition results
In this section, we present some results from the TexAQS-
2006 and STRATUS-2006 experiment; the objective here
is to provide a demonstration of the ozone ﬂux measure-
ment rather than an analysis of ozone deposition physics and
chemistry. A more complete analysis and interpretation of all
datasets from ﬁeld campaigns since 2006 will be presented
in subsequent publications (Lang et al., 2010; Grachev et al.,
2010).
The TexAQS cruise offered a unique opportunity for mak-
ing ozone ﬂux observations while the ship was within both
land and marine surface ﬂux footprints, as seen in Fig. 13.
To separate these regimes, a simple location ﬁlter was used
with all data obtained more than 8km offshore considered
as offshore data. The data within the 8km offshore limit
were divided into two groups, one when the ship was in the
proximity of the shore and bays, and the other one when the
ship was in channels and canals and thus in proximity to the
land. The geographical locations are represented in the map
in Fig. 13. This ﬁgure also presents a statistical summary
of the measured deposition velocities, where each histogram
corresponds to one of the classiﬁcation groups on the map.
The left graph represents the offshore data only, where the
determined mean deposition velocity was vd=0.034cms−1,
with a standard deviation of 0.11cms−1 and a standard er-
ror of ±0.003cms−1. This ozone deposition velocity result
falls within the lower end of previous ozone ﬂux data and
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Fig. 13. The top panel shows the TexAQS-2006 cruise track bro-
ken up into three sampling categories. Dots represent the offshore
locations, the plus signs represent the bay areas, and the circles
show inland data. The lower panel depicts ozone deposition ve-
locity result (for 10-min measurement segments) histograms corre-
spondingtothethreedifferentsamplingregionsdeﬁnedintheupper
panel. The offshore data show a median ozone deposition velocity
of 0.034cms−1 (indicated by vertical red line) for a total of 1953
number of points. The median ozone deposition velocity for the bay
areas is 0.24cms−1 (937 number of points), and for the inland data
the median is 0.81cms−1 (161 number of points).
assumptions presented in the literature. A signiﬁcant frac-
tion of the data (19%, compared to 8% and 17% in the land-
water and land-land histograms) is in the negative range, but
nonetheless the high number of observations allows reduc-
ing the standard error to a margin where this ozone depo-
sition result is well deﬁned. The median ozone deposition
velocity results (vd±standard error) for the bay and channel
areas were signiﬁcantly higher, at 0.24±0.020cms−1 and
0.81±0.27cms−1, respectively. It is apparent that ozone
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deposition results are signiﬁcantly more scattered and higher
as the ship moved further inland. Note here that the standard
error gets larger as the number of data points decreases and
the scatter increases. Some care must be taken when looking
at the mixed land/ocean data as confounding physical and
chemical situations may occur. For instance, we also looked
at the lake and bay areas and examined data from wind sec-
tors that had sufﬁcient over-water fetch. Selecting these situ-
ations only, the median ozone deposition value dropped from
0.24±0.020cms−1 to 0.065±0.019cms−1. This illustrates
that a closer look at the inland data is necessary to explain
the variability in this dataset. These comparisons show that
the ship-borne ozone ﬂux measurement captures the higher
ozone uptake over coastal water and land footprints, where,
due to higher deposition velocities to land and vegetation,
ozone uptake is expected to be larger than over the ocean.
This analysis adds credibility to the sensitivity of the ozone
ﬂux measurement as well as to the ozone ﬂux results from
the ocean observations.
As mentioned above, the standard deviation associated
with the observed deposition velocity distribution for the off-
shore data set is larger than the mean value. To examine the
possible sources for the sampling uncertainty in the deposi-
tion velocity, and thus explain the obtained standard devia-
tion, we used an equation similar to Fairall et al. (2000):
σvd
vd
=
σw
 T
0
1/2
vd1X
·
 
3·vd·1X
u∗
2
+(γX)2+
φχn
40
!1
2
, (13)
where σw is the standard deviation of vertical velocity ﬂuc-
tuations (about 1.25u∗), T is the averaging time period, 0,
as deﬁned in Eq. 2 with z ∼18m on the Ron Brown, γ
is a fraction of the atmospheric concentration X, and φχη
is the instrument white noise level in the ozone variance
spectrum. 1X is the surface-to-ﬂuid difference of the con-
centration, which in our case is equal to X as there is no
ozone source from the ocean. From this equation the un-
certainty in the ozone deposition velocity can be catego-
rized as follows: 1) the ﬁrst term inside the brackets rep-
resents the surface ﬂux induced variance, i.e. the variance
of ozone due to atmospheric processes correlated with w0
near the surface; 2) the second term is the ozone variance
associated with atmospheric processes uncorrelated with w0
near the surface; 3) ﬁnally the third term is the random
noise of the instrument. To look at the weight of these
sources of uncertainty and to evaluate the relative stan-
dard deviation σvd/vd, we selected an hour when the ship
was in the Gulf of Mexico and where recorded ﬂux data
passed all quality control criteria. On DOY 210, hour 11:00
GMT, the mean deposition velocity was vd=0.042cms−1
with a standard deviation σvd of 0.089cms−1 (computed
from the six 10-min values in the hour), so the resulting
measured relative standard deviation σvd/vd was ∼2.1. The
mean ozone mixing ratio was ∼16ppbv resulting in a to-
tal of ∼55000countss−1 from the FRCI. The mean wind
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Fig. 14. One-hour average ozone spectrum from DOY 210, 11:00
GMT during TexAQS-2006. The horizontal dashed line indicates
the white noise level at 2.3×10−2 ppbv2 Hz−1, and the bold dashed
line shows a slope of +1
speed U was ∼8ms−1 with a mean friction velocity u∗ of
0.3ms−1. The surface layer was near neutral conditions
and a (Eq. 2) was ∼3. The variance spectrum for this hour
is given in Fig. 14. The section indicated by a slope of
+1 on the plot is the white noise level, φχη, and is about
2.3×10−2 ppbv2 Hz−1 or 3.7×10−17 mol2 m−6 Hz−1. Mul-
tiplying this value by 5Hz (the Nyquist frequency) gives a
total variance for the white noise of ∼0.12ppbv2, or a stan-
dard deviation of 0.34ppbv. For comparison, the counting
noise, calculated as
√
Nt/(ξ1t), results in a standard devi-
ation of ∼0.26ppbv (1t=0.1s). Nt is the total number of
counts measured in time 1t, and ξ is the sensitivity of the
instrument (countss−1 ppbv−1 of ozone). This conﬁrms that
instrument noise is determined principally by photon count-
ing statistics and that the empirically determined S/N was
close to the theoretical value. Also, by comparing the sur-
face ﬂux induced variance (the ﬁrst term inside the brackets
in Eq. 13) with the internal sensor noise variance (the third
term in Eq. 13), we found that for the selected hour the in-
strument noise was ∼1/4 of the surface-driven sampling vari-
ability.
Using all previous values in Eq. 13, and neglecting the sec-
ond term inside the brackets yields a σvd/vd of ∼0.4. Con-
sequently, the ﬁrst and third variance terms are too small to
explain the relative standard deviation of 2.1 calculated from
the observed data. To obtain that value, we had to select a 6%
variability in the ozone concentration background (γ =6%)
in Eq. 13. This illustrates that for data that passed the station-
arity criteria, the variability of the ozone background, X, not
associated with surface turbulence can lead to a large uncer-
tainty in the ozone deposition velocity measurement. Such
variability can be observed during TexAQS-2006, where a
signiﬁcant fraction of data was inﬂuenced by high ozone
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variability when air in urban outﬂow with enhanced, pho-
tochemically produced ozone was sampled. The conclusion
is that in the TexAQS case only a small fraction of the ran-
dom variability in the deposition velocity estimates is caused
by sensor noise. A similar study was performed with the
STRATUS data set (graphs not shown), which covered re-
mote ocean locations that are not inﬂuenced by ozone pol-
lution. Here, under the more consistent ambient ozone mix-
ingratios, themeandepositionvelocitywasvd=0.009cms−1
with a standard deviation of 0.037cms−1 and a standard er-
ror of ±0.001cms−1.
6 Summary
This research demonstrates the ﬁrst direct covariance mea-
surements of air-sea ozone ﬂux from a ship platform.
This task was accomplished by integrating a fast-response
chemiluminescence sensor into the NOAA/ESRL ship-based
ﬂux system. Under the operational conditions described
here, the instrument was found to have a sensitivity of
∼2800countss−1 ppbv−1, which yielded a high enough
signal-to-noise ratio to measure ozone ﬂuxes at the ambi-
ent levels and deposition rates observed over the ocean. A
number of data ﬁlters and corrections were applied to reduce
errors and uncertainties in the ozone ﬂux determination. At-
tenuation in covariance caused by the sampling manifold and
the reaction chamber was described, and a cutoff frequency
of ∼0.4Hz was determined for a 11lmin−1 sampling line
purge ﬂow rate. The time lag between the ozone and tur-
bulent vertical wind speed was ﬁrst determined by the cross
correlation method, and subsequently a “puff-system” was
developed for a more accurate and reliable method for the
lag time determination. Quenching and density variations
caused by water vapor were found to contribute errors in the
ozone ﬂux determination. A Naﬁon membrane dryer was
shown to reduce fast water ﬂuctuations to levels where cor-
rections were no longer required. Use of the dryer eliminates
uncertainties from the water vapor interferences.
During the TexAQS-2006 cruise, the mean ozone depo-
sition velocity (±standard error) was 0.036±0.003cms−1
for the Gulf of Mexico data set, while higher values were
found when the ship was near land, i.e. 0.24±0.020cms−1.
This is a reﬂection of the higher ozone deposition rates for
coastal areas and the mixed water-land footprints sampled in
this region. For the Eastern Paciﬁc cruise, STRATUS-2006,
the mean ozone deposition value was 0.009±0.001cms−1.
These results suggest a notable variability in the ozone depo-
sition behavior over the ocean. Future analyses of data from
these cruises as well as anticipated new ocean deployments
of this ozone ﬂux system will investigate the dependence of
ozone deposition rates on biological, chemical and physical
ocean conditions.
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